, CERTIFICATION by CUSTODIAN o fRECORDS
Tucson Police Department Crime Laboratory /15{4

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number
) /ﬂfﬂ = QLL}'/?,I"-( maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: J/,;;?{}I/ 05 Call D5 AC C(Cal2 D05 AC

Date: C;I/LJII /Lf Cal 1 ,mm AC Cal?2 J“/fr} AC
Date:  N[& Cal | AC Cal2 AC
Between the dates of N'/ A and }u’/ﬂ

the instrument was working properly and accurately.

The instrument was taken out of service for repair on L?/LH/DSH
- The instrument was returned to serviceon 3 !r,r?l;"(ﬁ"

il 7l
174

Jlnnifer L. Coombs

3/95 los—

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this_ 203, day of
CNaeoh ,200S.

OFFICIAL SEAL
ATHY A. KINNEY

OTARY PUBLIC-ARIZONA . F
5 PitMA COUNTY Hﬂﬁ: - )D\ \"{\_Lm,ﬂ 0
My Comm. Exp. Sept. 4, 2008 N{jwﬂr Public

=N

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant tosection 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.

-



MEMORANDUM

DATE:  February 9, 2005

TO:  Whom it may concern FROM: Jennifer Coombs
Intoxilyzer 5000 QAS i
Tucson Police Department \ g
Crime Lab k
270 S. Stone Avenue
Tueson, AZ 85701-1917
(320) 791-4494

ot

SUBJECT: Intoxilyzer Out of Service

Intoxilyzer 5000, serial number 66-004814, was taken out of service for repair on February 4, 2005.

I cannot testify that it was working properly and accurately between the dates of
January 20, 2005 and February 4, 2005.

This instrument was located at ODD.

Pursuant to section 28-1327, Arizona Revised Statules, this document is a certified duplicute of the information contained in computer storage
devices of the Tucson Police Department:



pate:___Fehauangy 4, 2005

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

T 1
QAS: Jonnder  Ceambs TollzO

Intoxilyzer Serial Number: (olo - DOk Il

Raas:mFﬂr‘:enrmc: 0_1 ,'("-,f/.rlj f}f'l’rl NH/’“_{‘FJ JF]'CT i f"'lf'(:lufi’

| 4 T I'_ ot
ST -’L }’ELF

o

“T’hx u‘ﬂﬁuﬂruff t{fﬁr}lﬂ WCI "Dut of Aaﬂge J

Date Out of Service: = / i / 05

Calibration Check completed prior to removal from service

Date: ;"‘J o

SQAP completed prior to removal from service

Date: /UI o

Corrective Action: [E‘I/Sem: to Applied Electronics

\lrﬁﬁum; st broghd s lah bmna diggnoshc Jest instnumen -

i
ftl‘mtfumf ?mf)‘i.sw Eror 5 JP/ur&urf oL men Fin Lonnze o

ard chn Br 1.25 hews. b:f:mn{;*ifmJﬂmpfﬁ shl ﬁﬂmif‘@d

Faesssoy Bypr 51

Pursuant to section 28- 1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in

computer storage devices of the Tucsen Police Department.



